
TITLE

CHKDDATEDFTM

TM

SHEET
OF

DRAWING
NUMBER

NU-545-500E Class II Type A2
Biosafety Cabinet

1 1 

BCD-18247 C
4/4/2016JK DSH

ROOM AIR

REV CO DESCRIPTION DATE DFTM CHKD
C 000098 ADDED CORD PASS-THRU 9/6/2019 TH DSH

21[563] X 56[1422] X 3[76]
HEPA SUPPLY FILTER

15 AMP
CABINET POWER CORD

OVERALL DIMENSIONAL TOLERANCE ±1/4 [6.35]
ALL OTHER DIMESIONS ±1/8 [3.17]*

INCH
MILLIMETER

3/4 [19] ADJUSTMENT
32 1/8
[815]

33 7/8
[859]

*

11 13/16
[301]

14 13/16
[377]

65 5/8
[1666]

*

30 3/8 [772]

5 EQ SPCS @
6.075 [154] = 2 3/8

[60] 1 1/8
[28]

20 3/8 [518]= 

3 EQ SPCS
@ 6.792 [173]

58 3/8
[1482]

WORKZONE
WIDTH

10 [254] STD OPENING

23 7/8
[608]

WORKZONE
VIEW HEIGHT

OPTIONAL
BASE STAND
(TELESCOPING)

SERVICE VALVE

SLIDING SAFETY PLATE
GLASS WINDOW

CONTROL PANEL
TOUCHLINK
AIRFLOW CONTROL
ALARM CONDITION
LIGHT SWITCH
BLOWER SWITCH
BLOWER SPEED CONTROL
OUTLET SWITCH
UV SWITCH (W/ OPTION)
SYSTEM DIAGNOSTICS

INTERNAL BALANCING
DAMPER ADJUSTMENT

PROTECTIVE
GRILL

20[508] X 30[762] X 11 1/2[292]
HEPA EXHAUST FILTER

LED LIGHT

REMOVABLE SST
WORKTRAY

REMOVABLE PVC
ARMREST

PAPER CATCH

OPTIONAL
UV LIGHT

OPTIONAL
IV BAR

DC ECM
MOTOR/BLOWER

13 7/16
[342]

16 7/16
[418]

26
[659]

MEDIAN
WORKZONE

DEPTH 28 1/4
[716]

WORKZONE
HEIGHT

58 7/8
[1495]

*

2
[51]

30 3/4
[781]

*

PERMANENT
PLENUM

1/2
[13]

**

FLUSH MOUNT
FRONT PANEL

*26 1/2
[673]
TO

*32 1/2
[825]
IN 2"

INCREMENTS 

30 3/4
[781] NSF APPROVED

LEG LEVELERS

DRAIN VALVE

OUTLET (2)

CORD PASS-THRU

3/8" FEM NPT
PLUGGED SERVICE

COUPLINGS (1) RS, (2) LS

** ADD 1/2" [13] TO OVERALL HEIGHT
    WITH PROTECTIVE GRILL REMOVED


