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REMOVE SCREWS BEFORE
INSTALLING BRACKETS
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DESCRIPTION

DATE DFTM

CHKD

A 13428

RELEASED TO PRODUCTION

7/27/2017 TH

JCP

HOOK STACKING BRACKETS AROUND
UPPER INCUBATOR FEET AS SHOW

BEFORE SECURING TO LOWER UNIT

MOUNT USING INNERMOST

PAIR OF HOLES.

NOTE: DO NOT ATTEMPT TO STACK NU-58XX ON NU-57XX
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FOR INSTALLATION
OF CASTOR PLATFORM
SEE BCD-13189
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SECTION A-A
NOTE:

- WHEN STACKING, USE NO
FEWER THAN 2 PEOPLE.

- WHEN STACKING, LOAD TOP INCUBATOR
FROM BACK OR SIDE OF BASE INCUBATOR
TO PREVENT DAMAGE TO TOUCH SCREEN.

- POSITION TOP INCUBATOR BEFORE
INSTALLING BRACKETS.
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